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Abstract

Aims

Although patients supported with a Continuous-Flow Left Ventricular Assist Device (CF-

LVAD) are hemodynamically stable, their exercise capacity is limited. Hence, the aim of this

work was to investigate the underlying factors that lead to peak and submaximal exercise

intolerance of CF-LVAD supported patients.

Methods

Seven months after CF-LVAD implantation, eighty three patients performed a maximal car-

diopulmonary exercise test and a six minute walk test. Peak oxygen uptake and the distance

walked were measured and expressed as a percentage of the predicted value (%VO2p and

%6MWD, respectively). Preoperative conditions, echocardiography, laboratory results and

pharmacological therapy data were collected and a correlation analysis against %VO2p and

%6MWD was performed.

Results

CF-LVAD patients showed a relatively higher submaximal exercise capacity (%6MWD = 64

±16%) compared to their peak exertion (%VO2p = 51±14%). The variables that correlated

with %VO2p were CF-LVAD parameters, chronotropic response, opening of the aortic valve

at rest, tricuspid insufficiency, NT-proBNP and the presence of a cardiac implantable elec-

tronic device. On the other hand, the variables that correlated with %6MWD were diabetes,

creatinine, urea, ventilation efficiency and CF-LVAD pulsatility index. Additionally, both %

6MWD and %VO2p were influenced by the CF-LVAD implantation timing, calculated from

the occurrence of the cardiac disease.

Conclusion

Overall, both %6MWD and %VO2p depend on the duration of heart failure prior to CF-LVAD

implantation. %6MWD is primarily determined by parameters underlying the patient’s gen-

eral condition, while %VO2p mostly relies on the residual function and chronotropic
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response of the heart. Moreover, since %VO2p was relatively lower compared to %6MWD,

we might infer that CF-LVAD can support submaximal exercise but is not sufficient during

peak exertion. Hence concluding that the contribution of the ventricle is crucial in sustaining

hemodynamics at peak exercise.

Introduction

Continuous Flow Left Ventricular Assist Devices (CF-LVADs) are a reliable therapy for the

treatment of end-stage heart failure (HF). They have shown to restore patients’ hemodynam-

ics, prevent end organ failure and improve patient’s survival [1]. As more CF-LVAD

implanted patients continue to survive for longer durations, in both as a bridge to transplanta-

tion and as a destination therapy [2], there is an increased attention on exercise capacity and

quality of life, as well as exercise training in order to improve clinical outcomes [3].

CF-LVAD patients can return to light physical activities such as walking, cycling, driving

(in some countries) and working [4]. On the other hand, studies have shown that even though

exercise capacity improves after implantation, it remains suboptimal: CF-LVAD patients reach

a peak oxygen uptake (VO2p) of ~15.2 ml/kg/min [5] corresponding to 40%-50% of predicted

exercise capacity [6]. Walking capacity, measured by a six minute walk test (6MWT), is also

limited and shows a large variation between 221 m and 406 m after CF-LVAD implantation

[7]. The reasons leading to exercise intolerance are complex, multiorgan related, and result

from an incomplete reversal of the HF condition [4]. It is important to acknowledge that

patients receiving CF-LVAD are affected by end-stage HF, and although their hemodynamic

performance improves, they still possess a multitude of impairments such as endothelial dys-

function, respiratory abnormalities [8], deconditioned skeletal muscles, and poor cardiac func-

tion [3].

On the other hand, the CF-LVADs have modest sensitivity to preload, thus not allowing to

effectively accommodate the increased venous return during exercise. Abrupt augmentation in

central filling pressures are observed in CF-LVAD patients from rest to exercise [9], but the

amount of benefit that an increase in CF-LVAD speed would bring to exercise capacity is still

a matter of debate [10,11].

Overall, CF-LVAD patients seem to exhibit a different relationship between submaximal

and maximal exercise capacity when compared to heart failure subjects [12]. This difference

might indicate that CF-LVAD therapy is more effective in improving mild physical activities,

such as walking, rather than enhancing intense exertion.

At present, no studies have investigated clinical and hemodynamic parameters during peak

and submaximal exercise in the same patient population. Thus, the aim of this work was to

identify the leading factors of exercise intolerance for %VOp2 (a marker for peak exercise) and

%6MWD (a marker for submaximal exercise) in the same CF-LVAD patient population.

Methods

Demographic and implantation data

Data was collected retrospectively on patients that received a CF-LVAD between 2009 and

2019 at the University Hospitals of Leuven. The Ethical Committee of the hospital granted

approval for this data collection and the need for individual patient consent was waived.
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We excluded patients with congenital heart diseases, patients who received a transplant or

who were explanted or died before the 6 months follow up after CF-LVAD implantation.

Among 99 eligible patients, 13 could not perform the exercise tests due to adverse events or

because they were lost at the point of follow up. Additionally, 3 patients exhibited a respiratory

exchange ratio of<1.0 during the exercise test, and were also excluded from the analysis as

maximal exercise intensity was not reached. A flow diagram of the selection of patients for the

study is reported in Fig 1. In total 83 consecutive patients were retained for the analysis.

At LVAD implantation, if there was a preoperative severe aortic insufficiency, the aortic

valve was closed using a Park‘s stitch. Mitral insufficiency was not treated. Tricuspid repair

was only performed in case of structural valve disease. The Interagency Registry for Mechani-

cally Assisted Circulatory Support (INTERMACS) level, the duration of stay in the intensive

care unit (ICU) and in the hospital were recorded.

In addition, the date of the first ischemic event (for ischemic patients) or implantation of an

electronic device such as pacemaker, implantable cardioverter defibrillator, cardiac resynchro-

nization therapy (for non-ischemic patients) was collected. The number of days between one

of these events and the CF-LVAD implantation was retained as an indicator of the duration of

heart failure prior CF-LVAD therapy and will be indicated as CF-LVAD timing hereafter.

Cardiopulmonary exercise test

The cardiopulmonary exercise test (CPET) was performed at 7 months after implantation (220

±50 days) on an ergometer bicycle (Ergometrics 800S, Ergometrics, Bitz, Germany) in a labo-

ratory with a stabilized temperature (20–22˚C). Patients started cycling at a workload of 10

watts with an increase of 10 watts/minute or at an initial workload of 20 watts with an increase

of 20 watts/minute. One or the other protocol was selected according to the results of the last

exercise test performed during clinical follow ups. Patients were encouraged to exercise until

exhaustion, defined as legs fatigue and/or dyspnea. The CPET exertion level achieved by the

patient was assessed by the respiratory exchange ratio. A ratio of�1.0 was considered for fur-

ther analysis, while a value below 1.0 was considered as an indicator of lack of maximal voli-

tional effort [13], and the respective CPET was excluded from the analysis.

A computerized system (Oxygen AlphaR, Jaeger, Mijnhardt, Bunnik, The Netherlands)

allowed the continuous recording of respiratory parameters and of oxygen and carbon dioxide

concentrations. A 12-lead electrocardiogram was acquired during the entire exercise test (Car-

diosoft, CareFusion Corporation, San Diego, California, United States).

Heart rate at rest (HRrest) was obtained by averaging measurements for 60 seconds before

the beginning of the test. Peak heart rate (HRp) was defined as the highest value reached dur-

ing the test. The predicted maximum heart rate was calculated as:

• 220−age (in patients not taking β-blockers)

• 119+0.5�HRrest-0.5�age–5 (in patients taking β-blockers) [14].

The heart rate reserve (%HRR) was expressed as a percentage of the ratio between the

patient’s heart rate response and the predicted one. Chronotropic incompetence was detected

for %HRR<80. The minute ventilation/carbon dioxide production (VE/VCO2) slope was

defined as the coefficient of the linear regression analysis performed on the relative variables.

It was expressed as percentage of the expected value (%VE/VCO2) calculated according to the

patient’s gender and age [15]. When possible, blood pressure was collected manually with a

cuff around the upper left arm at rest and at peak exercise. Systolic and diastolic blood pressure

were reported at rest (BPSrest, BPDrest), and at peak exercise (BPSp, BPDp).
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Peak oxygen consumption was determined as the highest mean value of the last 30 second-

interval, and was expressed as percentage of the expected value (%VO2p) according to Wasser-

man’s equation [16], using the age and weight data collected on the day of the test.

6 Minute Walk Test

The 6 Minute Walk Test (6MWT) was also performed 7 months (212±85 days) after

CF-LVAD implantation. The covered distance was expressed as percentage (%6MWD) com-

pared to age, weight, height and sex-specific reference standards calculated according to

Troosters et al. [17].

Echocardiographic data

Echocardiographic measurements were performed on GE Healthcare systems at rest on the

day of the CPET or within 3 months before or after. The end diastolic and end systolic diame-

ter (LVesDiam, LVedDiam) as well as the ejection fraction (%LVEF) were measured on the

left ventricle. The right ventricular functional status was also evaluated, and a global variable

was defined (RVfunction) ranging from normal (4) to strongly impaired (0) function. The

evaluation took into account the level of dilatation and the contractile properties of the right

ventricle.

For the aortic valve, a variable (AVopening) with two categories was created, “yes” and

“no”. AVopening was defined as “yes” if the valve was opening even if not completely and not

at each cardiac cycle. AVopening was defined as “no” if no significant movements and no for-

ward flow was observed. Mitral, aortic, tricuspid and pulmonary valves insufficiency (MI, AI,

Fig 1. Flow diagram of the selection of CF-LVAD patients’ cohort.

https://doi.org/10.1371/journal.pone.0235684.g001
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TI and PI, respectively) were graded according to ESC/EACVI guidelines on echocardio-

graphic assessment of native valve function [18].

Laboratory and clinical data

On the day of the CPET, body mass index (BMI) and the age of the patient were collected. Addi-

tionally, on the same day, a blood sample was collected via phlebotomy and analyzed for the fol-

lowing: hemoglobin (Hb), serum creatinine, ferritin, NTproBNP, urea and serum albumin.

Therapy

A dichotomous variable was created to indicate if patients were taking diuretics and β-blockers

on the day of the CPET, independent of the type and dosage. Similarly, a dichotomous variable

was used to indicate if patients had a cardiac implantable electrophysiological device (CIED,

i.e.: pacemaker, implantable cardioverter defibrillator, cardiac resynchronization therapy)

regardless of the type. For all these devices, the rate responsive pacing was kept off in presence

of the CF-LVAD.

Finally, a patient’s participation in phase II of cardiac rehabilitation after CF-LVAD

implantation was also taken into consideration. Specifically, this refers to a supervised training

program of 45 sessions starting after hospital discharge.

CF-LVAD data

Speed, estimated flow, and power consumption CF-LVAD parameters were collected at rest on

the day of the CPET. In addition, for the HeartMate II and HeartMate III, the pulsatility index,

indicator of the magnitude of pump flow pulse in systole, was collected. Power, speed and pulsa-

tility index data were normalized to the mean and standard deviation value for each pump type.

Statistical data analysis

Entire group analysis. The statistical analysis was executed using the IBM SPSS statistics

software (version 23 SPSS Inc., Chicago, IL). Data were checked for normality using the Sha-

piro-Wilk test. Data was reported as means and standard deviations for normally distributed

numerical variables, median (25%, 75%) for not normally distributed numerical variables and

as percentage of occurrence for categorical and dichotomous variables.

A Spearman’s rho or a Pearson univariable correlation analysis was performed between %

VO2p and each of the considered variables. Point Biserial Correlation analysis was performed

between %VO2p and dichotomous variables. Statistical significance was considered for

p<0.05. The same analysis was conducted for %6MWD as well.

Subgroup analysis. A One-Way ANOVA test was performed to compare %VO2p and %

6MWD among patients supported with HVAD, HeartMate II and HeartMate III.

Results

Cohort characteristics

The patient cohort included 83 patients, 56 as bridge to transplant and 27 as destination ther-

apy. Within the cohort, majority were male (N = 65, 78%), while the average age of the cohort

was 52±15 years and the average body mass index was 25.4±3.9 kg/m2 on the day of the CPET.

Among the patient cohort, 13 received a HeartWare HVAD device (Medtronic, USA), 50

patients received a HeartMate II device (Abbott, USA) and 20 patients got a HeartMate III

device (Abbott, USA). INTERMACS level was 1 in 15 patients, 2 in 23 patients, 3 in 18 patients

and 4 in 24 patients. The data collected is reported in Table 1.
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Table 1. Descriptive analysis of the 83 CF-LVAD patients.

Variables N Mean ± Standard Deviation / Median (25%-75%) /% of occurrence

Peak and submaximal exercise capacity
%VO2p 83 51±14

%6MWD 69 64±16

General
Age, years 83 52±15

BMI, kg/m2 83 25.4±3.9

Cardiomyopathy 83 49%(ischemic)/51%(non-ischemic)

Diabetes 83 17%(yes)/83(no)

Gender 83 78%(males)/22%(females)

Implantation indication 83 67% (bridge to transplantation)/23% (destination)

INTERMACS 81 19%(1)/28%(2)/22%(3)/31%(4)

Days in ICU 83 8 (5–17)

Days hospitalized 83 28 (20–42)

Type of CF-LVAD 83 16%(HeartWare)/60%(HeartMate II)/ 24%(HeartMate III)

CF-LVAD timing, days 79 800 (18–1320)

Therapy
β-blockers 83 63%

CIED 83 53%

Diuretics 83 69%

Rehabilitation 74 50%

Blood test
Albumin, g/l 75 44.7±3.5

Creatinine, mg/dl 83 1.14±0.29

Hb, g/dl 83 13.2+1.9

Ferritin, μg/l 45 112 (46–281)

NTproBNP, ng/l 77 1187 (699–1591)

Urea, mg/dl 52 40 (32–45)

Cardiopulmonary exercise test
VO2p, ml/kg/min 83 14.8±4.5

HRp, bpm 83 131±29

HRrest, bpm 83 80±15

%HRR 83 93±48

BPDrest, mm Hg 73 75±15

BPSrest, mm Hg 73 106±19

BPDp, mm Hg 73 82±14

BPSp, mm Hg 73 125±24

VE/VCO2 83 38.9±8.6

%VE/VCO2 83 141±29

Reasons to stop CPET 66 33% (dyspnea)/35% (legs fatigue)/27%(dyspnea+legs fatigue)/ 5%(other)

Submaximal exercise test
6MWD, m 69 467±130

Echocardiographic evaluation
LVesDiam, mm 58 54.8±13.4

LVedDiam, mm 62 60.6±10.7

%LVEF 43 15 (10–18)

RVfunction 69 30%(normal)/17%(mildly impaired)/30%(moderately impaired)/ 22%(poor)

MI 76 32%(normal)/36%(mild)/14%(moderate)/7%(severe)

(Continued)
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Peak exercise assessment

Looking at the peak exercise assessment parameters, the mean CPET duration was 472±159

sec, the peak workload was 94±37 watts and VO2p was 14.8±4.5 ml/kg/min corresponding to

a %VO2p of 51±14%. All patients reached a respiratory exchange ratio�1.0 with a mean of

1.13±0.10. In total, 37 patients were chronotropic incompetent. To verify if muscle atrophy

might have caused an early interruption of the CPET before the true HRp was reached, a sub-

group analysis was conducted. The %HRR was 103±42% for patients that stopped the CPET

due to dyspnea (N = 22), 79±40 for patients that stopped due to legs fatigue (N = 23), and 73

±44 for patients that stopped for both reasons (N = 18), p = 0.103. Anaerobic threshold was

reached at 40±16% of the expected %VO2p.

Submaximal exercise assessment. The distance covered by patients during the 6MWT

was 467±130 m corresponding to a %6MWD of 64±16%.

CF-LVAD data. The median CF-LVAD flow among all patients was 4.5 (4.1–4.8) l/min.

The speed was 2600 (2440–2600) rpm for HeartWare, 9400 (9200–9600) rpm for HeartMate II

and 5400 (5200–5500) rpm for HeartMate III. The median pump power was 3.3 (3.3–3.7)

watts for HeartWare, 5.7 (5.1–6.4) watts for HeartMate II, and 3.8 (3.7–4.1) watts for Heart-

Mate III. Pulsatility index was 5.7±1.1 for HeartMate II and 4.2±1.5 for HeartMate III.

Table 1. (Continued)

Variables N Mean ± Standard Deviation / Median (25%-75%) /% of occurrence

AI 76 39%(normal)/49%(mild)/9%(moderate)/3%(severe)

TI 75 17%(normal)/52%(mild)/25%(moderate)/5%(severe)

PI 73 75%(normal)/22%(mild)/3%(moderate)/0%(severe)

AVopening 73 32%(yes)/68%(no)

CF-LVAD data (all patients)
CF-LVADflow, l/min 57 4.5 (4.1–4.8)

CF-LVAD data (CF-LVAD type subgroups)
HeartWare speed, rpm 8 2600 (2440–2600)

HeartWare power, watts 8 3.3 (3.3–3.7)

HeartMate II speed, rpm 38 9400 (9200–9600)

HeartMate II power, watts 38 5.7 (5.1–6.4)

HeartMate II pulsatility index 38 5.7±1.1

HeartMate III speed, rpm 20 5400 (5200–5500)

HeartMate III power, watts 20 3.8 (3.7–4.1)

HeartMate III pulsatility index 20 4.2±1.5

Data was reported as means ± standard deviations for normally distributed numerical variables, median (25%, 75%)

for not normally distributed numerical variables and as percentage of occurrence for categorical variables. AI: aortic

valve insufficiency level; AVopening: aortic valve opening; BMI: body mass index; BPSp (BPDp): systolic (diastolic)

blood pressure at peak exercise; BPSrest (BPDrest): systolic (diastolic) blood pressure at rest condition; CIED: cardiac

implantable electronic device; CF-LVAD timing: number of days between the first ischemic event/ cardiac electronic

device implantation and CF-LVAD implantation; CPET: cardiopulmonary exercise test; Hb: hemoglobin; HRp: peak

heart rate; HRrest: heart rate at rest condition; %HRR: percentage of heart rate reserve; ICU: intensive care; %LVEF

left ventricular ejection fraction; LVesDiam (LVedDiam): left ventricular end systolic (diastolic) diameter; MI: mitral

valve insufficiency level; PI: pulmonary valve insufficiency level; RVfunction: right ventricular function; TI: tricuspid

valve insufficiency level; VE/VCO2 (%VE/VCO2): (percentage) ventilation over carbon dioxide slope; VO2p (%

VO2p): (percentage) peak oxygen uptake; 6MWD (%6MWD): (percentage) distance walked during the 6 minute

walk test.

https://doi.org/10.1371/journal.pone.0235684.t001
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Parameters affecting exercise capacity. The results of the univariable correlation analysis

are reported in Table 2. The variables that statistically correlated with %VO2p were: CF-LVAD

timing, CIED, NT-pro BNP, %HRR, TI, AVopening, CF-LVAD speed, CF-LVAD power and

CF-LVAD pulsatility index. The variables that statistically correlated with %6MWD were:

CF-LVAD timing, diabetes, creatinine, urea, %Ve_VCO2, CF-LVAD pulsatility index.

Peak vs. submaximal exercise. %VO2p and %6MWD were correlated (R = 0.430,

p = 0.001) as well as VO2p and 6MWD (R = 0.355, p = 0.006). In Fig 2, the relationship

between VO2p and 6MWD for the patient cohort was plotted (VO2p = 0.022�6MWD+4.60).

In addition, we plotted the slope of correlation 6MWD—VO2p in our patients’ cohort and

compared it to the slope observed in CF-LVAD patients and HF patients from previous clinical

studies [12,19–21].

Subgroup analysis. The subgroup analysis did not demonstrate differences in peak exer-

cise capacity among patients supported with the HVAD (%VO2p = 56±14), HeartMate II (%

VO2p = 50±12) and HeartMate III (%VO2p = 46±10), p = 0.325. Similarly, no differences

were noticed in submaximal exercise capacity among patients with the HVAD (%6MWD = 67

±18), HeartMate II (%6MWD = 63±17) and HeartMate III (%6MWD = 67±15), p = 0.196.

Discussion

In this work the limiting factors of both peak and submaximal exercises were investigated in

the same group of CF-LVAD patients. As evidenced by the data, exercise performance is in

general influenced by parameters underlying patients’ general condition and by cardiac related

parameters. Subgroup analysis did not delineate the differences in exercise capacity among the

3 examined devices (HVAD, HeartMate II and HeartMate III).

Examinations were conducted 7 months after CF-LVAD implantation, as a time point

when exercise capacity reaches a plateau and no further improvements are expected [22]. It

also corresponds to the time point when CF-LVAD patients conclude their rehabilitation pro-

gram in our center.

Limiting factors of submaximal exercise

In the present study, the variables that statistically correlated with %6MWD were: CF-LVAD

timing, diabetes, creatinine, urea, %Ve/VCO2, CF-LVAD pulsatility index.

Parameters such as diabetes, creatinine and urea refer to the underlying patients’ general

condition and renal function. It was shown that renal function has a transient improvement in

the first month after CF-LVAD implantation and then progressively declines to the pre-

implant value [23]. The correlation between %6MWT and CF-LVAD timing similarly indi-

cates a worse exercise performance in patients with a more prolonged heart failure prior

implantation.

%VE/VCO2 was negatively correlated with %6MWD. A reduced ventilation efficiency (Ve/

VCO2>35) was measured in 52 patients (63%). It is unclear whether respiratory function

improves after CF-LVAD implantation [24,25], but it is commonly agreed that CF-LVAD

patients show an impaired respiratory muscle function and/or ventilation–perfusion mis-

match [4].

Limiting factors of peak exercise

The variables that statistically correlated with %VO2p were: CF-LVAD timing, CIED, NT-

proBNP, %HRR, TI, AVopening, CF-LVAD speed, CF-LVAD power, CF-LVAD pulsatility

index. Most of these parameters refer to the underlying cardiac function of the patient and are

analyzed systematically hereafter.
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Table 2. Correlation analysis between a single clinical parameter and %VO2p and %6MWD.

%VO2p %6MWD

r p r p

Peak and submaximal exercise capacity
%VO2p 0.430 0.001

General
BMI -0.11 0.327 -0.14 0.290

Cardiomyopathy 0.02 0.865 0.04 0.733

Diabetes -0.21 0.060 -0.27 0.038

Implantation indication -0.32 0.773 0.057 0.662

INTERMACS -0.09 0.410 -0.12 0.342

Days in ICU 0.04 0.709 0.03 0.799

Days hospitalized -0.06 0.589 -0.19 0.142

CF-LVAD timing -0.32 0.005 -0.26 0.048

Therapy
β-blockers -0.33 0.765 0.07 0.599

CIED -0.31 0.004 -0.24 0.059

Diuretics -0.86 0.442 0.07 0.580

Rehabilitation 0.21 0.075 0.23 0.090

Blood test
Albumin -0.04 0.705 0.09 0.511

Creatinine -0.20 0.070 -0.29 0.027

Hb 0.14 0.218 0.15 0.244

Ferritin -0.11 0.472 -0.03 0.873

NT-proBNP -0.22 0.054 -0.12 0.366

Urea -0.17 0.119 -0.32 0.013

Cardiopulmonary exercise data
%HRR 0.34 0.002 0.23 0.068

BPDrest 0.08 0.494 0.06 0.663

BPSrest 0.20 0.105 0.17 0.214

BPDp 0.04 0.772 -0.02 0.910

BPSp 0.16 0.188 0.14 0.301

%VE/VCO2 -0.19 0.093 -0.34 0.007

Echocardiographic data
LVesDiam -0.20 0.159 0.10 0.571

LVedDiam -0.12 0.340 -0.02 0.876

%LVEF 0.12 0.328 -0.15 0.326

RVfunction 0.16 0.197 -0.02 0.910

MI -0.04 0.716 0.12 0.388

AI -0.21 0.068 -0.01 0.954

TI -0.35 0.003 -0.05 0.704

PI 0.05 0.665 0.18 0.187

AVopening 0.24 0.036 0.00 0.986

CF-LVAD data
CF-LVADflow -0.16 0.238 -0.14 0.376

CF-LVADspeed norm. -0.28 0.024 -0.16 0.267

CF-LVADpower norm. -0.26 0.051 0.08 0.630

(Continued)
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Chronotropic response

Our study evidenced a positive correlation between %HRR and %VO2p. Similarly, previous

studies have reported the crucial role of chronotropic response in determining exercise perfor-

mance [26]. In CF-LVAD patients performing peak exercise, heart rate can help the right side

in accommodating a higher cardiac output, as well as the left side if the aortic valve starts to

open [27]. It is unclear if heart rate can also increase CF-LVAD flow. Muthiah et al. [28]

Table 2. (Continued)

%VO2p %6MWD

r p r p

CF-LVAD pulsatility index norm. (HeartMate II, HeartMate III) 0.46 0.001 0.38 0.018

AI: aortic valve insufficiency level; AVopening: aortic valve opening; BMI: body mass index; BPSp (BPDp): systolic (diastolic) blood pressure at peak exercise; BPSrest

(BPDrest): systolic (diastolic) blood pressure at rest condition; CIED: cardiac implantable electronic device; CF-LVAD timing: number of days between the first

ischemic event/ cardiac electronic device implantation and CF-LVAD implantation; Hb: hemoglobin; %HRR: percentage of heart rate reserve; ICU: intensive care; %

LVEF left ventricular ejection fraction; LVesDiam (LVedDiam): left ventricular end systolic (diastolic) diameter; MI: mitral valve insufficiency level; PI: pulmonary valve

insufficiency level; RVfunction: right ventricular function; TI: tricuspid valve insufficiency level; %VE/VCO2: percentage ventilation over carbon dioxide slope; %VO2p:

percentage peak oxygen uptake; %6MWD: percentage distance walked during the 6 minute walk test.

https://doi.org/10.1371/journal.pone.0235684.t002

Fig 2. Correlation between 6MWD and VO2p in the CF-LVAD patients’ cohort.

https://doi.org/10.1371/journal.pone.0235684.g002
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reported no improvements in CF-LVAD flow during a pacing-induced increase in heart rate,

but the study was conducted solely during the rest condition.

Given the importance of chronotropic response, it is worth to underline that 37 patients in

our study showed chronotropic incompetence, a common condition already reported in

CF-LVAD patients [26]. It is worth to mention that the CIED rate responsive pacing was

switched off for all the investigated patients, so the device played no role in the chronotropic

response measured during the CPET. Even though patients with CIED had a smaller heart rate

increase compared to patients without CIED (+46±25 vs. +55±18 bpm, p = 0.049), overall

there was no statistical difference found in terms of %HRR (p = 0.237). Among the 37 chrono-

tropic incompetent patients, CIED accounted for 20 of them, while the other 17 had no cardiac

electrical device support.

Whether the activation of the rate response could counteract chronotropic incompetence

in CF-LVAD patients is an important matter, recently investigated by Alvarez Villela et al.

[29]. The clinical study evidenced that the activation of rate response pacing significantly

improved 6MWD, while for the CPET less benefits were observed probably due to a lower effi-

cacy in CIED in sensing cycling activity.

Subjects taking β-blocker showed lower heart rates compared to patients not taking β-

blocker, both at rest (77±15 bpm vs. 84±14 bpm, p = 0.041) and at peak exercise (137±26 bpm

vs. 125±29 bpm, p = 0.064). But the overall increase in heart rate observed during the CPET

test was similar (+49±21 bpm vs. +53±24 bpm, p = 0.370). Also, no correlation was found

between β-blocker therapy and %VO2p.

To summarize, our data displayed the positive effect of chronotropic response on %VO2p

but showed no clear correlation between β-blocker therapy and exercise. In light of these

results, further investigations should be conducted to better clarify whether β-blocker dosage

can impact inotropic and chronotropic response and in turn exercise, bearing in mind the

importance of β-blocker therapy in stimulating myocardial recovery [30,31].

Left ventricular function

The left ventricular ejection fraction, measured at rest, did not correlate with %VO2p similar

to previous studies [32], while Noor et al. [33] found a positive correlation between %LVEF

and %VO2p (R = 0.41, p = 0.03). A possible reason for this discrepancy is the difference

between the %LVEF in our population (15%) and that of Noor et al. (51±21%). Instead, our

analysis revealed that CF-LVAD pulsatility index, a surrogate for left heart function, positively

correlated with %VO2p. Moreover, higher values of NT-proBNP were associated with poorer

exercise performance. NT-proBNP is an indicator of cardiac congestion [31] and in our cohort

it was associated with higher left ventricular end-diastolic and end-systolic volumes (LVes-

Diam p = 0.048 and LVedDiam p = 0.050) and a higher degree of mitral, aortic and tricuspid

valve insufficiency (MI p = 0.012, AI p = 0.001, TI = 0.037, respectively).

An additional cardiac related parameter that correlated with %VO2p was AVopening at

rest. AV opening indicates a better contractile function of the left ventricle. We might specu-

late that these ventricles are also more likely to eject through the aortic valve during exercise,

thus contributing to cardiac output increase on top of the CF-LVAD flow [34]. Further, the

AVopening at rest correlated with a lower degree of AI (R = -0.286, p = 0.014). It is known that

aortic valves opening regularly tend to develop less insufficiency following CF-LVAD [35].

Hence the contribution of AVopening in predicting %VO2p is twofold: it indicates the resid-

ual ventricular function and it points to the underlying aortic valve regurgitation, that if pres-

ent can lead to a blind circulatory loop detrimental for exercise hemodynamics.
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CF-LVAD parameters

%VO2p negatively correlated with CF-LVAD speed and power. Similarly, Rosenbaum et al.

showed a correlation between CF-LVAD controller-derived variables and VO2p improve-

ments [24].

In other words, patients in need of a higher CF-LVAD support at rest are the ones who dis-

play a poorer performance during the CPET. In our study a higher CF-LVAD support at rest

was needed in patients with a poorer left ventricular function (p = 0.050) and larger end-dia-

stolic left ventricular volumes (p = 0.024). As such, it is likely to assume that higher CF-LVAD

support at rest indirectly indicate patients with a poorer left ventricle, not capable to support

an increase in cardiac output during the CPET.

Right ventricular function

The negative correlation between TI and %VO2p indicates the role of the right ventricle in

influencing exercise performance. Jung et al. reported no association between quantitative

evaluation of right ventricular function and VO2p [32]. In Mezzani et al. [36] the right ventric-

ular systolic function was found to be significant in increasing VO2p in response to CF-LVAD

speed increase during exercise. To conclude, our results are in favor of a significant role of the

right ventricular function on exercise capacity, but previous studies have reported opposing

results. As such, more investigations should be conducted to clarify the level of impact the

right ventricular function on exercise performance.

General patient condition

%VO2p negatively correlated with both CIED and the CF-LVAD timing (calculated as the

number of days between the first cardiac event reported on patient’s record file and the day of

CF-LVAD surgery).

CIED was associated with non-ischemic patients (p<0.001), higher INTERMACS level

(p = 0.002) and a longer CF-LVAD timing (p<0.001). Hence, the CIED sorts patients

implanted after a long progressive heart failure from patients undergoing an urgent CF-LVAD

implantation after cardiogenic shock. The first group is more likely to have a progressive mul-

tiorgan deterioration that would ultimately negatively affect exercise performance.

Peak vs. submaximal exercise

As evidenced by the results, both %6MWD and %VO2p are influenced by the duration of

heart failure prior implantation. From these results we can conclude that a long history of

heart failure has a general detrimental impact on exercise outcome, both peak and submaximal

ones. HF induces multiorgan damages that are not completely reversed by the CF-LVAD ther-

apy, and that are reflected in poorer exercise capacity. With the current generation of devices

and decreasing complication rates [37], there is a shift towards earlier CF-LVAD implantation

resulting in less kidney failure and more preserved left ventricular function. Ongoing clinical

trials using CF-LVADs in higher INTERMACs classes could verify to what extent earlier

implantation can be advocated to improve exercise capacity.

%VO2p is also influenced by specific cardiac inotropic and chronotropic parameters,

meaning that the residual heart function plays a key role in supporting hemodynamics at peak

exercise. This dependence to cardiac related parameters was less present for %6MWD. We can

assume that during the submaximal exercise, the CF-LVAD can better sustain the cardiac

demand, thus making the patients less dependent on the residual contractile function and ino-

tropic response. It is known that CF-LVAD can “naturally” increase its output during exercise
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[9, 38] due to the augmentation of preload. This CF-LVAD flow increase can sustain the car-

diac output during light physical activity but might be too modest for maximal exertion, so the

contribution of the native ventricle remains crucial.

This could also explain the relatively better performance of CF-LVAD patients for submaxi-

mal exercise than peak exercise. To support this observation, we plotted the slope of correla-

tion 6MWD—VO2p (in Fig 3) and compared it with the slope observed in HF patients from

previous clinical studies. We can observe that CF-LVAD patients perform better in 6MWD

compared to HF patients for any level of VO2p.

Study limitations

The monocentric and retrospective designs were the primary limitations of the study. The

CPET and the 6MWT were performed at 7 months from CF-LVAD implantation but with a

large time variability: 220±50 days for the CPET and 212±85 days for the 6MWT. The CPET

and the 6MWT were not conducted on the same day for all patients, with the mean time differ-

ence between the two tests being 50±56 days. However, it was shown that peak exercise

remains consistent at 6 and 12 months after CF-LVAD implantation [22], so it is likely to

assume that the exercise tests were in a time window where the patients reached an almost

Fig 3. Correlation between 6MWD and VO2p: ��HF patients from (12), ▬▬ HF patients from (20), ▬▬▬ HR patients from (19), • • CF-LVAD patients from (12), ▬▬
CF-LVAD patients from (21), ▬▬▬ our CF-LVAD patients’ cohort.

https://doi.org/10.1371/journal.pone.0235684.g003
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stable condition. For some patients the echocardiographic investigations were not conducted

the same day of the CPET but within 3 months. In addition, the collected database misses

some information: the 6MWT was missing in 14 patients, for 10 patients some echocardio-

graphic parameters could not be estimated due to poor image quality, CF-LVAD data were

not collected in 17 patients.

Peripheral factors such as the vascular function and the skeletal muscle condition were not

considered in the study, and might have contributed to explain the variance of CF-LVAD exer-

cise capacity to a larger extent.

Conclusions

This study assessed the peak and submaximal exercise (%VO2p and %6MWD) in the same

group of CF-LVAD patients. The correlation analysis evidenced that %6MWD and %VO2p

are both influenced by the duration of heart failure prior CF-LVAD implantation. %6MWD is

mostly influenced by parameters underlying patient’s general condition, %VO2p is mostly

influenced by the heart rate reserve and parameters underlying the residual cardiac function.

Peak and submaximal exercise are mutually correlated but overall %VO2p is relatively poorer

compared to %6MWT. As such, we might infer that CF-LVAD can support submaximal exer-

cise but is not sufficient during peak exertion, so patients also rely on the remaining cardiac

function in supporting hemodynamics during maximal exertion.

Author Contributions

Conceptualization: Libera Fresiello, Steven Jacobs, Bart Meyns.

Data curation: Libera Fresiello, Steven Jacobs, Philippe Timmermans, Roselien Buys, Miek

Hornikx, Walter Droogne.

Formal analysis: Libera Fresiello.

Funding acquisition: Libera Fresiello.

Investigation: Libera Fresiello, Philippe Timmermans, Roselien Buys.

Methodology: Libera Fresiello, Steven Jacobs, Bart Meyns.

Resources: Bart Meyns.

Supervision: Libera Fresiello, Steven Jacobs.

Validation: Libera Fresiello.

Writing – original draft: Libera Fresiello.

Writing – review & editing: Libera Fresiello, Steven Jacobs, Philippe Timmermans, Roselien

Buys, Miek Hornikx, Kaatje Goetschalckx, Walter Droogne, Bart Meyns.

References
1. Kirklin JK, Naftel DC, Pagani FD et al. Seventh INTERMACS annual report: 15,000 patients and count-

ing. J Heart Lung Transplant. 2015; 34(12):1495–504. https://doi.org/10.1016/j.healun.2015.10.003

PMID: 26520247

2. Kormos RL, Cowger J, Pagani FD, Teuteberg JJ, Goldstein DJ, Jacobs JP, et al. The Society of Tho-

racic Surgeons Intermacs Database Annual Report: Evolving Indications, Outcomes, and Scientific

Partnerships. Ann Thorac Surg. 2019; 107(2):341–353. https://doi.org/10.1016/j.athoracsur.2018.11.

011 PMID: 30691584

3. Severin R, Sabbahi A, Ozemek C, Phillips S, Arena R. Approaches to improving exercise capacity in

patients with left ventricular assist devices: an area requiring further investigation. Expert Rev Med

Devices. 2019 Sep; 16(9):787–798. https://doi.org/10.1080/17434440.2019.1660643 PMID: 31453716

PLOS ONE Exercise capacity in LVAD patients

PLOS ONE | https://doi.org/10.1371/journal.pone.0235684 July 9, 2020 14 / 16

https://doi.org/10.1016/j.healun.2015.10.003
http://www.ncbi.nlm.nih.gov/pubmed/26520247
https://doi.org/10.1016/j.athoracsur.2018.11.011
https://doi.org/10.1016/j.athoracsur.2018.11.011
http://www.ncbi.nlm.nih.gov/pubmed/30691584
https://doi.org/10.1080/17434440.2019.1660643
http://www.ncbi.nlm.nih.gov/pubmed/31453716
https://doi.org/10.1371/journal.pone.0235684


4. Loyaga-Rendon RY, Plaisance EP, Arena R, et al. Exercise physiology, testing, and training in patients

supported by a left ventricular assist device. J Heart Lung Transplant 2015; 34(8):1005–1016. https://

doi.org/10.1016/j.healun.2014.12.006 PMID: 25682553

5. Jung MH, Gustafsson F. Exercise in heart failure patients supported with a left ventricular assist device.

J Heart Lung Transplant 2015; 34(4):489–96. https://doi.org/10.1016/j.healun.2014.11.001 PMID:

25577562

6. Dunlay SM, Allison TG, Pereira NL. Changes in cardiopulmonary exercise testing parameters following

continuous flow left ventricular assist device implantation and heart transplantation. J Cardiac Fail

2014; 20:548–54.

7. Hasin T, Topilsky Y, Kremers WK et al. Usefulness of the Six-Minute Walk Test After Continuous Axial

Flow Left Ventricular Device Implantation to Predict Survival. Am J Cardiol 2012; 110:1322–1328.

https://doi.org/10.1016/j.amjcard.2012.06.036 PMID: 22819427

8. Mezzani A, Pistono M, Agostoni P, Giordano A, Gnemmi M, Imparato A, et al. Exercise gas exchange

in continuous-flow left ventricular assist device recipients. PLoS One. 2018; 13(6):e0187112. https://

doi.org/10.1371/journal.pone.0187112 PMID: 29856742

9. Muthiah K, Robson D, Prichard R, et al. Effect of exercise and pump speed modulation on invasive

hemodynamics in patients with centrifugal continuous-flow left ventricular assist devices. J Heart Lung

Transplant 2015; 34(4):522–529. https://doi.org/10.1016/j.healun.2014.11.004 PMID: 25662859

10. Schmidt T, Bjarnason-Wehrens B, Schulte-Eistrup S, Reiss N. Effects of pump speed changes on exer-

cise capacity in patients supported with a left ventricular assist device—an overview. J Thorac Dis.

2018; 10(Suppl 15): S1802–S1810. https://doi.org/10.21037/jtd.2018.01.114 PMID: 30034856

11. Fresiello L, Buys R, Timmermans P, et al. Exercise capacity in ventricular assist device patients: clinical

relevance of pump speed and power. Eur J Cardiothorac Surg. 2016; 50(4):752–757. https://doi.org/10.

1093/ejcts/ezw147 PMID: 27174552

12. Nahumi N, Morrison KA, Garan AR, et al. Peak exercise capacity is a poor indicator of functional capac-

ity for patients supported by a continuous-flow left ventricular assist device. J Heart Lung Transplant

2014; 33(2):213–214. https://doi.org/10.1016/j.healun.2013.10.023 PMID: 24365765

13. Malhotra R, Bakken K, D’Elia E, Lewis GD. Cardiopulmonary Exercise Testing in Heart Failure. JACC

Heart Fail. 2016; 4(8):607–16. https://doi.org/10.1016/j.jchf.2016.03.022 PMID: 27289406

14. Keteyian SJ, Kitzman D, Zannad F, et al. Predicting maximal HR in heart failure patients on β-blockade

therapy. Med Sci Sports Exerc 2012; 44(3):371–376. https://doi.org/10.1249/MSS.0b013e318234316f

PMID: 21900844

15. Mezzani A, Agostoni P, Cohen-Solal A. Standards for the use of cardiopulmonary exercise testing for

the functional evaluation of cardiac patients: A report from the Exercise Physiology Section of the Euro-

pean Association for Cardiovascular Prevention and Rehabilitation. Eur J Cardiovasc Prev Rehabil

2009; 16: 249–267. https://doi.org/10.1097/HJR.0b013e32832914c8 PMID: 19440156

16. Wasserman K, Hansen JE, Sue DY, et al. Principles of Exercise Testing and Interpretation: Including

Pathophysiology and Clinical Applications. Philadelphia: Lippincott Williams & Wilkins; 2005. p. 160–

182.

17. Troosters T, Gosselink R, Decramer M. Six minute walking distance in healthy elderly subjects. Eur

Respir J 1999; 14 (2): 270–4 https://doi.org/10.1034/j.1399-3003.1999.14b06.x PMID: 10515400

18. Baumgartner H, Falk V, Bax JJ, et al. 2017 ESC/EACTS Guidelines for the management of valvular

heart disease. Eur Heart J. 2017 Sep 21; 38(36):2739–2791 https://doi.org/10.1093/eurheartj/ehx391

PMID: 28886619

19. Opasich C, Pinna GD, Mazza A, et al. Six-minute walking performance in patients with moderate-to-

severe heart failure; is it a useful indicator in clinical practice? Eur Heart J 2001; 22(6):488–96. https://

doi.org/10.1053/euhj.2000.2310 PMID: 11237544

20. Cahalin LP, Mathier MA, Semigran MJ, et al. The six-minute walk test predicts peak oxygen uptake and

survival in patients with advanced heart failure. Chest 1996; 110(2):325–32. https://doi.org/10.1378/

chest.110.2.325 PMID: 8697828

21. Prichard RA, Juul M, Gazibarich G, et al. Six-minute walk distance predicts VO2 (max) in patients sup-

ported with continuous flow left ventricular assist devices. Int J Artif Organs 2014; 37(7):539–545.

https://doi.org/10.5301/ijao.5000345 PMID: 25044385

22. Martina J, de Jonge N, Rutten M, Kirkels JH, Klöpping C, Rodermans B, et al. Exercise hemodynamics
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